LA-ICP-MS has often been applied for the analysis of trace elemental distributions in biological tissues. However, the strong matrix dependence of LA-ICP-MS analyses and highly variable matrix conditions aggravate reliable qualitative distribution analyses and thus for obtaining quantitative information elaborate quantification strategies have to be applied. In this work printed patterns on paper with gold thin-layers as pseudo-internal standard have been proposed as an alternative approach to the commonly used matrix-matched tissue standards. Besides a major reduction of the workload for standard preparation the presented method allows for compensation of instrumental drifts during measurement as well as a reduction of matrix related effects. The developed method has been verified using matrixmatched tissue standards (deviations from the actual metal content less than 5% with relative standard deviations of less than 7%) and applied to platinum imaging on human malignant pleural mesothelioma samples after administration of individuals with platinum containing cytostatic drugs.
Introduction
In clinical applications platinum containing drugs (e. g. cisplatin, carboplatin and oxaliplatin) are used to treat a large variety of cancer types. Being known since the beginning 1970s as cytostatic drugs [1] [2] [3] the mechanism of interaction during cell proliferation has been in detail described 4 . However, the uptake and distribution of platinum drugs within the tumor tissue is still not fully understood. Due to major side effects of platinum containing drugs the dose 2 should be kept as low as possible 5 and therefore investigations on platinum uptake are of great medical value. Revealing platinum distributions in tumorous tissue of individuals treated with the aforementioned drugs can contribute to a better understanding of the processes of the therapeutic effect of these drugs. The ultra-trace capability of ICP-MS combined with laterally resolved analysis using laser ablation gives the possibility of depicting the distribution of major constituents as well as trace elements in biological tissues (bioimaging) but only a limited number of studies describe platinum distributions in tissues using LA-ICP-MS imaging after uptake of platinum containing drugs [6] [7] [8] [9] .
Due to the fact that LA-ICP-MS measurements are linked to a variety of problems concerning sample and measurement conditions even reliable qualitative analyses may need a correction of the monitored raw signals. The major concerns are compensation of instrumental drifts or matrix-related ablation differences within one sample mostly accomplished by internal standards. Often the use of sample inherent matrix elements such as carbon as internal standard has been reported in literature 10, 11 . However, due to the strongly varying constitution of biological tissues even within single tissue sections the use of carbon as internal standard does not represent a suitable strategy for complete compensation of all possible changes in absolute signal intensity as changing structures within the tissue may exhibit changed carbon content. Additionally, due to the weak ionization behavior of carbon its use as internal standard does not seem to be an optimal choice. Furthermore, carbon may be transported both as particulate matter as well as in gaseous state. This may lead to altered transport behavior compared to the analytes of interest which are predominantly transported in the form of aerosol particles 12 . Due to possible inhomogeneity of matrix elements leading to distortion of the resulting normalized image the use of layers applied on or beneath the sample for signal normalization has been proposed as a possible improvement for LA-ICP-MS measurements. Other approaches that recently have been proposed are additionally applied thin polymeric layers doped with metals 13 or metallic layers on the sample surface 14 .
The mentioned pseudo-internal standards have shown to compensate for matrix-or instrumentation-related variations in absolute signal intensity and can therefore considered being a major improvement in LA-ICP-MS imaging experiments.
Obtaining reliable quantitative information using LA-ICP-MS is a more challenging task and therefore in the past only a limited number of strategies for quantification have been described. The major problems for accurate quantification are matrix related ablation differences by the laser, varying transport efficiency of the transported material and changing tissues have been embedded in resins to obtain a matching of standard material and sample 18 .
In this work we present a novel approach for quantification of platinum in human malignant pleural mesothelioma (MPM) samples based on the use of gold layers as pseudo-internal standard in combination with printed patterns as alternative to matrix-matched standards for accurate and easy signal quantification in imaging experiments 19 . Systematic optimization of the parameters has been carried out to yield best results in terms of achievable spatial resolution and measurement certainty. Using conventionally prepared matrix-matched tissue standards the validity of the proposed quantification approach was confirmed followed by an application to samples of unknown platinum content. The investigated samples are of high medical interest as MPM is a devastating malignancy with dismal prognosis and platinum based chemotherapy is the most widely used therapeutic modality 20 . Unfortunately, MPM often shows therapy resistance and thus the analysis of intratumoral drug distribution is of outmost importance in this disease. However, there is no clinical data available which describe tissue platinum concentrations in MPM.
Experimental Chemicals
For all experiments ultra pure water (resistivity 18. 
Instrumental
For the presented measurements quadrupole ICP-MS instrumentation (Thermo iCAP Qc, ThermoFisher Scientific, Bremen, Germany) was used. Qtegra software provided by the manufacturer was used for data acquisition. A commercially available laser ablation system (New Wave 213, ESI, Fremont, CA) with a frequency quintupled 213 nm Nd:YAG laser was employed for solid sampling experiments. The used washout cell is always held above the actual ablation site allowing for fast washout times below one second and avoiding the risk of signal distortions resulting from slowly washed out sample material. Helium was used as carrier gas for cell washout and was subsequently mixed with Argon make-up gas upon introduction into the plasma. The tune settings of the MS instrumentation were optimized using a sputtered gold layer for maximum 197 Au signal prior to each experiment; typical parameters used for the measurements of solid samples are shown in Table 1 . The imaging experiments were carried out with laser beam diameters varying from 10 to 100 µm. For all experiments the used laser energy and firing rate were adjusted to the analyzed materials to yield complete but yet controlled ablation behaviour. The sample material was ablated using line scan patterns with adjoining lines while each line was ablated in the same 5 direction. Before firing the laser onto the sample surface it was allowed to warm up for 20 s.
After placing the sample in the laser ablation device the sample chamber was purged with
Helium at a flow of 1 L min -1 for 20 min before measurement.
Besides three platinum isotopes ( 195 Pt was used for data evaluation, the signals for the other isotopes were used for data verification and always showed comparable patterns) and 197 Au as pseudo-internal standard the intensities of the isotopes 13 
Preparation of printed standards
For the preparation of printed patterns conventional black printer ink used for refill purposes was spiked with platinum to a final concentration of 25 mg L -1 . The required amount of platinum standard solution was filled into a PE falcon tube and the solvent was allowed to evaporate using careful heating to 80°C for one hour. After complete evaporation of the solvent and cooling of the tube a defined amount of black ink was added and mixed thoroughly. Using a syringe the original inkjet cartridge was filled with the prepared platinum containing ink. Several cycles of filling and depleting the cartridge were performed to obtain uniform distribution of platinum containing ink within the cartridge. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 6 of the prints. The used patterns were all printed subsequently and with a new inkjet cartridge to avoid problems concerning reproducibility due to clogging of the print head or other technical issues.
Preparation of matrix matched standards
Matrix matched tissue standards were prepared as described by Hare et al. 13 . The procedure was slightly altered to obtain maximum compatibility of the method with the used tissue types. Porcine liver, kidney and brain (Sus scofra domestica) were obtained at a local market.
After homogenization of the organs using a hand-held blender ( 
Preparation of samples for LA-ICP-MS measurements
The frozen pellets were attached to a sample holder using Shandon Cryomatrix (Thermo Scientific, Cat. No: 6769006) and 10 µm sections were cut using a cryotome (Leica CM3050 S) at -20°C. The sections were collected on Superfrost ULTRA Plus glass slides (Thermo Scientific, Cat. No:1014356145) and dried at room temperature. After attaching the tissue sections on glass slides the samples were sputtered with a thin gold layer used as pseudointernal standard for LA-ICP-MS analysis. The coating process was performed using an Agar B7340 sputter coater (Agar Scientific Limited, Essex, UK) equipped with a gold sputtering target. Distance from sample to the gold target was adjusted to 4 cm before every sputtering process. Time required for metallization was optimized in prior experiments and kept constant for every experiment to obtain comparability of different analyses. The sputtering current was set to 10 mA and before sputtering the sample cell was evacuated to a pressure of exactly 0.1 mbar. A sputtering time of 10 s (timer controlled) was used for the prepared samples.
Reproducibility of the prepared gold layers has been demonstrated recently 19 .
Pieces of the printed patterns approximately 5 x 2 mm in size were cut out using ceramic scissors to prevent for metallic contaminations and attached to microscopic glass slides using 7 double sided tape for LA-ICP-MS measurements. Metallization with gold thin layers was performed in the same manner as described above for the tissue samples.
Sample pretreatment for ICP-MS measurements
To accurately determine the concentrations of platinum in the tissue standards and in the printed pattern samples digestion and ICP-MS measurement of the samples was performed.
Frozen pellets of the matrix-matched tissue standards (approx. 100 mg each) were allowed to thaw, weighed and completely digested in PE sample tubes with 1 mL of conc. HNO 3 and 30% H 2 O 2 mixed in a ratio of 4:1 (v/v) in the presence of 100 µL conc. HCl to aid complexation of platinum. After a reaction time of 2 h at 40°C in an ultrasonic bath the mixture was diluted to an overall volume of 9 mL with ultra pure water resulting in clear solutions. Aliquots of 250 µL of each sample were mixed with 250 µL conc. HCl and diluted to 9 mL using 1% HNO 3 to be measured using ICP-MS.
The platinum amounts on the printed patterns were determined by digesting printed squares of 1 x 1 cm in 2 mL of conc. HNO 3 and 30% H 2 O 2 mixed at a ratio of 4:1 (v/v) and 200 µL conc. HCl. Sonication at room temperature of the samples was used to aid the digestion process. After the reaction time of 2 h 500 µL conc. HCl were added to the mixture and it was diluted to an overall volume of 9 mL using ultra pure water. Aliquots of 1 mL were diluted with 1% HNO 3 to 9 mL for ICP-MS measurements. The concentration determination was carried out in five replicates of sample preparation for every concentration level on the one hand to minimize errors made by sample preparation and on the other hand to demonstrate the reproducibility of the printing process. Indium standard solution was added to all measured samples for use as internal standard to a final concentration of 1 ppb. Aqueous platinum calibration standards in the range of 0.1 to 2 ppb were used for signal quantification.
Immunohistochemistry
The tissue sections were prepared from a snap frozen surgical tumor specimen. All optical images were made using a Leica DM2500M microscope (Leica Microsystems, Wetzlar, Germany) in reflective-light mode.
Results and discussion

Optimization of measurement conditions
To obtain high quality images using LA-ICP-MS a careful optimization of the measurement parameters is required. As described by Lear et al. 21 two crucial parameters are quadrupole dwell time and laser scan speed.
For an optimal compromise between image quality and acquisition time the scan speed 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 The second crucial parameter for image quality and reliability of the obtained data is the quadrupole dwell time. Shorter quadrupole dwell times will lead to an increased number of acquired data points per pixel in an image; on the other hand longer dwell times will cause better signal stability. Therefore the optimal dwell time needed to be evaluated for the performed experiments. For critical assessment of the quadrupole dwell time a printed area on paper with platinum containing ink was employed; for each evaluated dwell time five lines of 60 s in length were measured. A laser scan speed of 50 µm s -1 at 50 µm laser beam diameter was used for the experiments. For evaluation of the optimal quadrupole dwell time the relative standard deviation (RSD) of the absolute signal intensities during one second were calculated as the signal acquired during one second would be averaged for image construction.
Minimizing the signal RSDs will result in an increased reliability of the resulting data and thus allow to even differentiate between regions with similar intensity; at higher RSDs the signal intensity of one measured point may not be significantly different from the one of another point even if the measured averages may suggest so. At dwell times from 1 to 50 ms the relative standard deviation (RSD) of the absolute signal for 195 Pt was calculated. The average signal RSDs varied between 31.1% for 1 ms dwell time and 16.6% for 10 ms dwell time with standard deviations of the mean values between 1.0 and 1.5% (n=60). Dwell times below and higher than 10 ms exhibited higher signal RSDs than the minimum value at 10 ms.
Lower dwell times offer more data points per second but higher RSDs due to increased fluctuations in signal acquisition and at higher dwell times the number of data points acquired during the evaluation time of one second is decreased again resulting in higher RSD values.
At 10 ms dwell time the number of data points acquired for every of the seven isotopes is 12 being a sufficient value for good statistical significance of the calculated averages as in the final image one second of acquired signal will be averaged for every pixel value.
Calibrations for signal quantification using the printed patterns on paper
Application of the printed pattern approach for signal quantification requires knowledge of the amount of deposited platinum on the printed patterns. As the actual amount of deposited ink on the printed patterns is unknown the platinum concentrations had to be determined via acid digestion of the patterns and ICP-MS measurement of the derived solutions. As platinum is only deposited on the surface of the print patterns the concentration of platinum cannot be determined as a mass per mass concentration (µg g -1 ). The alternative notation of the platinum concentration being suitable for the printed patterns is mass per area (ng cm -2 ).
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The liquid determination of deposited platinum on the printed patterns showed low relative standard deviations of less than 5% for each concentration level. Considering that this value also reflects variations from sample preparation and ICP-MS measurement the low variance of the repetitive sample measurements indicates a good reproducibility of the printing process.
Thus, also equality of the ink deposition on the different patterns can be declared and the concentration determined by ICP-MS measurements will be representative for the solid sampling measurements. The obtained signal intensities were between 100,000 and 1,000,000 cps for the lowest to the highest concentration level with a platinum signal of around 400 cps for blank samples resulting in a limit of detection ( 
Characterization of matrix-matched tissue standards
The applicability of the proposed quantification method using printed patterns was verified To test if the distribution of platinum was even on the whole tissue section the average signals of the nine spots on each of the five different locations across the tissue slice were compared using one-way ANOVA (analysis of variances). Statistical analyses were carried out using the software package DataLab (v.3.530, Epina GmbH, Pressbaum, Austria). 22 Slices of all different tissue types and at the three chosen concentration levels were tested; the ANOVA for each of the nine data sets (three tissue types with three concentration levels each) do not indicate a significant difference between the compared means at a 95% level of significance.
Prior to ANOVA Levene's test (p < 0.2) was used to check for homogeneity and equality of 13 variances of each processed data set as a prerequisite for ANOVA. Results of the statistical analyses indicate that the platinum distribution within one slice is homogenous. Furthermore gold normalization did not show to affect the results of the statistical analyses proving that also the gold deposition within one sample is homogenous.
In addition to the measurements on one tissue slice the equality of the platinum signals on consecutive tissue slices was tested. Not only can the homogeneity of the platinum distribution within the tissue but also possibly differing sample thicknesses be investigated using this experiment. Patterns of nine single spots with the same laser settings as described before were drawn on four different tissue slices of the same tissue and the same bulk concentration each.
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Pt as well as the gold normalized platinum signal was considered for data analysis. The mean values for every tissue slice were also compared using one-way values not differing in more than 5% from their mean value. Thus, the effectiveness of gold layers as pseudo-internal standard is proved. Gold has thereby shown to compensate not only matrix related ionization differences (see previous item) but also ablation and transport related alterations in absolute signal intensity derived from changed matrix conditions.
Using the regression function obtained from the measurement of the printed pattern calibration amount-per-area concentrations of platinum on the tissue slices were calculated.
Derived findings were in the order of 3 to 30 ng cm -2 .
Using the determined material densities of the matrix-matched standards an amount-per-mass concentration was calculated using the known tissue thickness of 10 µm. The calculated concentrations in the non spiked tissue samples were always below the limit of detection of 0.1 µg g -1 . The determined bulk concentrations were found in the range between 2.9 and 27.5 µg g -1 with good relative standard deviations around 5% for three replicate measurements of every sample. A comparison of the bulk values determined by ICP-MS and the values determined by laser ablation measurements is presented in Figure 3 demonstrating the applicability of the proposed quantification method for tissue samples with unknown platinum concentration. 
Measurement of human malignant pleural mesothelioma tissue sections
Imaging of the human malignant pleural mesothelioma sections was performed using a laser Figure 4 shows the analyzed tissue section with images of consecutively cut sections after immunohistochemical staining. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 In the image differences of the platinum concentration of more than one order of magnitude can be identified. While some areas of the tissue section exhibit only platinum concentrations of below 1 µg g -1 on other areas more than 10 µg g -1 of platinum in the tissue can be found.
The patterns of the platinum distribution correlate well with the results from the staining. In order to correlate the obtained platinum distribution with the intratumoral heterogeneity of blood vessel density and with the distribution of viable tumor cells a higher magnification area is presented in Figure 5 . Our initial comparative analysis of platinum distribution and immunohistochemical markers in MPM tissue sections demonstrates that the proposed methodology is robust enough to investigate the high resolution intratumoral heterogeneities in biological parameters and platinum concentrations. This is a pivotal step in understanding the parameters that influence therapeutic sensitivity of MPM tumors in platinum based chemotherapy. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59 In this work the use of printed patterns on paper with ink containing platinum as analyte of interest in combination with gold thin layers as pseudo-internal standard proved to be comparable with commonly used matrix-matched standards. Due to the major reduction of the workload for standard preparation not only the time required for the experiments can be drastically reduced but also the reliability of the obtained results may be improved due to the use of standards at an increased number of concentration levels. Furthermore printed patterns can be easily stored with no need of special sample treatment compared to tissue samples.
Conclusions
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While in the presented experiments the focus was set on the quantification of platinum it is possible to spike conventional printer ink with any analyte of interest; even multi-elemental inkjet standards can be manufactured to allow quantification for a large range of analytes in tissues with only one printed standard. Thus, the presented method can be a versatile and easy way for reliable quantification in LA-ICP-MS imaging experiments in different bioanalytical and medical questions.
